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1 FARADAY ISOLATOR ASSEMBLY
Assemble the Faraday isolator according to drawing D990536. Note that the output polarizer will
be rotated 45 deg with respect to the input polarizer, as shown in the assembly drawing. 

2 INPUT POLARIZER ALIGNMENT
Set up the assembled Faraday isolator on an optical table as shown in figure 1.

Figure 1: Input polarizer alignment
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isolator until the output beam is also centered on the output aperture. Place beam blocks to catch
the stray beams; verify with the IR viewer that there are no stray beams exiting the table area.

Rotate the input polarizer so that the reflected beam is parallel to the optical table. This is deter-
mined by making the measured beam heights on a target placed at h1 and h2 equal.

3 HORIZONTAL INPUT POLARIZATION
Set the input polarization horizontal by rotating the half-wave plate after the steering mirror until
the power transmitted through the Faraday isolator is maximum.

Figure 2: Horizontal input polarization alignment
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4 OUTPUT POLARIZER ALIGNMENT
Place a steering mirror at the output of the Faraday isolator and retroreflect the beam back toward
the input and through the iris. Measure the power reflected from the beam splitter with a power
meter. Rotate the output polarizer to obtain the minimum power at location 3. Note: the room
lights will have to be turned off during this procedure to eliminate the effect of ambient light on
the power detector.

Figure 3: Output polarizer alignment
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5 FARADAY ISOLATOR PERFORMANCE
Measure the power at locations 4 and 5, as shown in figure 3, and calculate the reflectivity of the
beam splitter.

R = P5/P4

Measure the power at locations 1, 2, and 3 and calculate the transmissivity and extinction ratio of
the Faraday isolator.

transmissivity = P2/P1

extinction ratio = (P3/R)/P2

6 HORIZONTAL OUTPUT POLARIZATION
Orient a polarization analyzer horizontal by aligning it with the horizontally polarized input beam
at location 1. Place the analyzer at the output of the Faraday isolator, as shown in figure 4. Rotate
the Faraday half-wave plate until the power through the horizontal polarization analyzer is maxi-
mum. 

This completes the pre-alignment of the Faraday isolator.

Figure 4: Horizontal output polarization
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