NOTES:
1. EACH PUMPOUT PDRT LOCATION HAS BOTH POVER &
7ot CONTROL PLUG-IN CONNECTIONS.
3 2. ALL VACUUM GAUGES TO BE BAKED DUT AT 230 C
DURING PUMPDOWN, USING A REMOVABLE BLANKET TYPE
HEATER. ALL VACUUM SECTIONS SHALL ALSD BE BAKED
\ OUT AT 150 € DURING PUMPDOWN USING A REMOVABLE
BLANKET TYPE HEATER. SEE DVG. VO049-0-043 FOR
BAKEQUT SYSTEM.
2. DIMENSIDNS IN € ) ARE IN MILLIMETERS.
G 4. DEAN MANIFOLD DIMENSIONS INDICATE INSIDE DIAMETERS.
T4 S ATMOSPHERIC AIR INTAKE SHALL BE LOCATED AVAY
P FROM SOURCES DF CONTAMINATION.
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