
E9903s7"e4
e990339-oo-X

Summary of LHO Vacuum Bake Oven A RGA Data Generation

The individual parts which comprise a "load" are cleaned as per LIGO-E960022 or as
allowed by waiver(s) and loaded into the bake oven, The oven is then pumped down through
the main pump "arm" (through V-2, RGA arm is valved off at this point). A heating profile is
programmed and baking ofthe system begins. A typical "heating profile" consists of ramping
up to material type soak temperature, soaking for approximately 48 hours, ramping down to
approximately 70C, soaking and then ramping down to near room temperature. While soaking
at70C, an RGA background scan is taken. V-l is then opened and V-2 closed. Enough time is
allowed for the system to come into pressure equilibrium and then an elevated load temperature
RGA scan is taken. V-1 is then closed and V-2 opened. Following this elevated temperature
scan, the load is ramped down to near room temperature and the baking portion of the process is
complete. Throughout the baking, temperature data is taken to verifu the actuai temperatures in
the various "heat zones" of the bake oven system.

Once at near room temperature, another RGA background (V-1 closed) scan is taken.
Next, V-l and the cal-gas are opened andY-2 closed. After a 30 minute pressure equilibration
time, a "calibration" scan is taken. The calculated pressure of Argon (constituent of the
"mixed" calibration gas) is determined using the leak rate of Argon and the pump speed of the
RGA arm poft as seen by the oven chamber and compared (ratio) to the maximum amp value
measured for Argon in the calibration scan. This "ton/amp" ratio becomes the Calibration
Factor for the given load, converting measured culTent to pressure'

Finally, the cal-gas is valved out and enough time is allotted to allow all traces of it to be
pumped away. A "post-bake" scan is then taken. Approvai of the post-bake scan is a coilective
"pass/fail" determination made by either Dennis Coyne (CalTech) or Stan Whitcomb
(CalTech). The data collected during the "elevated tempefature scan" is entered into a
spreadsheet which then calculates what the outgassing rates of AMUs 41,43,53,,55 and 57

ought to be at room temperature. These calculations are used to determine tle room
temperature outgassing rates when the signals are below the RGA's sensitivity (noise floor).

Refer to the LHO Vacuum Bake Oven A logbook for the actual ordered events of the
load # of interest.
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LHO VACUUM BAKE OVEN A:
CO]TTENTS LOAD #58

L.O.S. STRUCTURE SERIAL NUNIBER D97O5O6-OO4

KAPTON CABLES (7ea) SERIAL NUMBER N/A
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LHO VACUUM BAKE OVEN A LOAD #58
ELEVATED TEMPERATURE BACKGROUNI)

SCAN

V-l Closed

092799a

1.0x10 '16 .

Sep 27, 1999 03:53:45 PM

4 0 4 4 4 € 5 2 5 6 6 0 6 4
Atomic Mass Units



1.0x10 '12 ,
:

LHO VACUUM BAKE OVEN A LOAD #58
ELEVATED TEMPERATURE SCAN

V-l Open, Cal-Gas and V-2 Closed, 50oC

Seo 27. 1999 04:58:52 PM

8 t2 t6 20 24 28 32 36 4,0 44 48 52 56 60 64 68 72 76 80 84 88 92 96 100

Atomic Mass Units



LHO Vacuum Bake Oven A Load #58 RGA Background
V-l closed. room temDerature

Sep 28, 1999 07:53:43 AM

.t A-{ n.l6 -

:
a

1.0x10'r7

1.0x10'1E

1.0x10'1e

1.0x1()-fl '
36 40 44 48 52 56 60 64 68 72

Atomlc Mass Units
4



LHO Vacuum Bake Oven A Load #58 Calibration

V- l and cal-gas open V-2 ciosed in pressure equilibrium at room temperanre

092899b Sep 28, 1999 11:12:40 AM

l .0xl0-r2: - -

Amps

- l,.rD.d
/ . L . t t l l

N1-ua)<

i  t t t f"?E2
.S<{:

4 0 4 1 8 5 2 5 6 6 0 6 4
Atomic Mass Units

CF defined as P"u;.14e1/ I..*1461

P6lqaey = (leak rate) / (pump speed) : (1.1E-7 tonoL/sec)(0.86) / (5 L/sec) : l.8E-8 torr

Imeas(4g) - lE-15 amps +

CF: (1.8E-8 ton)/ (lE-15 amps) = 2E7 torr/amps

* A portion of the AMU40 signal (-4.0% of the AlvIU32 signal i.e. 0.04 x 1E-13 amps = 4E-15 arnps) is due to
the obvious air leak. Since this configuration has a long history of measured current being lE-I5 amps this
value will be used.



LHO Vacuum Bake Oven A Load #58 Post-Bake Scan Room
Temp.

V-l ooen. Cal-Gas and V-2 Closed

Amps 092899c Sep 28,  1999 11:51:45 AM

1.0x10'r2:

1.0x10ie



*
;

6
 

I
 9

 I
 *

 *

=
*i3

-'u
 

g
;;;

;:5
 " - c

 E
 c

E
 

oj 
..j 

.,i 
.,i 

.,i

:
!

!
!

!
q

6
u

l
u

l
r

r
i

u
l

u
l

-o 
ct 

ct 
ct 

.j 
r,'

=

3
a

6
!

+
N

 
N

 
N

 
N

 
N

E
i 

lu
 

trr u
 

u
r 

L
!

b
i 

6
 

@
 

q
 

r2
 

c
j

i a
e

 R
 3

 E
 3

 :
9

F
 

-
o

!
E

E
4

6

E
-

^
 e

 e
 p

 e
 p

$gS
€H

H
ggg

I

F.|.uloI
F.YU

Io,g

.
o

ri 
rl

+
h

i
(!

6
o

o
t

l
J

'

o
c

>
'

6
(

J
3

.
l

-
r

s
E

ID
 

.Ed'

i
u

J
-

{
,tgtooo6,

oo

>
;

a
g

E
!

;-9
:

c
i

s
 F

2
7


