Replacements

Replacements

Diode-Box SN: FE - :DB A
Former LIGO name:ﬂBSl" FE ‘DB operating hours: 3 Q-OQ h

Income inspection

Old Laser diodes: Power@50A [W] Degradation [%]
LDI: 09233 zaz,l& e
LD2: Q236 ‘ N W
LD3: 09 4% 3.2 AL

LD4: 84 643 38,2 &
Comments:

DQRavy{ved c[foo[es not Ség )lolg Qzaéév cgrcur;/hw/eﬂeéi,

Overall power Supply Operating hours:__g WL A (please check also for previous reports )

Replacements

New Laser diodes: Power@50A [W] Wa IM&L\‘\
LDI: RC.A/785% 36, 0%, 6
LD2: R 77927 s 90 ¢
LD3: RC. 717337 34,8 206
LD4: 77275 33, 8 g0y
Lumina Power Supply |: —

Lumina Power Supply i: —

24V Power Supply: —

Comments:
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Test Report

neoLASE

Test Report
Burn IN
Diode LDI | LD2 D3 | LD4
Current [A] 50 50
Temperature [°C] 25 ‘ 25 25 ! 25
Power @ & h ‘?S’,Z /%S;S’
TEC Current@_§ h A,SF \ A9¢ A8¥ AL
Power @ A4S h (7-8 %:S_
EC Current @ 445 h 452 , 4, %3 4.8 ‘ A, %9
Operating time: 4/5’ h, Power Max: /£L1 , Min: /g}cx ,Average: //Q¢ 'S’
Data for installation:
Diode LDI | LD2 LD3 | LD4
Current [A] @~ 33W &s & ¢
Temperature ['C] § 89S A l 9 .S ‘ as_
Comments:
b
Aoy /2
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Prepare for shipping:

Prepare for shipping:

Check if diodes are shorted

Check electrical Safety (EN61010)

Used Tool: S OTEST

Measured Value | Max. Values
Rq. O‘ oY ) | <020hm
Rso R 70.01_| >05MOhm
Uiss 5‘15‘ vV ~ 500V
b < 0.5 mA
A7 wh
bk OS2 mpA | < 3.5mA
Test fits to the EN6 1010 4
Empty water circuit B{
Comments:
Controller: Date: ’
Jring A0/0%/ 2072

page: 3



